The present review primarily covers papers that have been published since; it also includes some earlier papers that were previously unavailable or overlooked.
CALORIMETER DESIGNS

DISK CALORIMETERS 189
Kubarev _et al.""" described a twin calorimeter rather similar to the Nakatsuka and Kubo -1 -00 described a shallow inverted-cone-and-tube calotwin calorimeter for pulsed C0 2 lasers, rimeters of Geist, Schmidt, and 188 somewhat similar to that of Jacob et al. 126 The 50 x 50 x 0.6 mm plates are of alumina ceramic rather than anodized aluminum; 20 thermocouple junctions are attached to the rear surface of each. The reflectivity was measured as <2% at 10.6 Jim, and the response was found to be linear within 2% for 100-ns pulses up to 14 J/cm . -5- 
CLASSIFICATION
In Table 1 the newly described calorimeters are classified according to the same scheme used earlier.
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